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ABSTRACT
Background: Maintaining glucose in the target range,
while avoiding hypoglycemia, is challenging in critically
ill patients. We investigated the performance and safety
of Medtronic Sentrino, a newly developed continuous
glucose management (CGM) system for critically ill
adults.
Methods: This was a prospective, single-center,
single-arm, open-label study in adult patients with
cardiac ICU admission. Sentrino subcutaneous glucose
sensors were inserted into patients’ thigh with planned
study participation of 72 h. Sensor glucose results
were displayed, and the system’s alerts and alarms
fully enabled. Reference blood glucose was collected
from central venous catheter and analyzed with a blood
gas analyzer. Treatment decisions were made
independently of sensor glucose values, according to
the existing standard of care.
Results: A total of 21 patients were enrolled; all
successfully completed the study. Sensor glucose
values were displayed 96% of the time, and 870 paired
blood glucose–sensor glucose points were analyzed.
Overall mean absolute relative difference (MARD) was
12.8% (95% CI 11.9% to 13.6%). No clinically
significant differences in accuracy were seen within
subgroups of hemodynamic status (MARD 12.3% and
13.1% for compromised vs stable hemodynamics).
Consensus grid analysis showed >99% of sensor
glucose values within A/B zones. No device or study-
related adverse events were reported. 100% of
clinicians found Sentrino easy to use after two
patients.
Conclusions: In our single-center experience,
Sentrino CGM system demonstrated good accuracy and
reliability, with no device-related adverse events in
critically ill cardiac patients, and was easy to use and
integrate in the cardiac ICU.
Trial registration number: NCT01763567.

INTRODUCTION
Elevated blood glucose (BG) is common in
cardiac intensive care unit (ICU) patients,
including those undergoing cardiac surgery,
and is associated with adverse outcomes
regardless of diabetes status.1 Previous
studies have demonstrated that improved BG

control may reduce morbidity and length of
stay in cardiac surgery patients, and it is now
a standard practice in this patient popula-
tion.2 In fact, patients undergoing cardiac
surgery represent the only group in which
improved postoperative glucose control is
currently a metric of quality care and a per-
formance measure.3

While the use of standardized protocols
and order sets has helped with achieving
better glucose control in critically ill patients,
significant challenges remain. One key chal-
lenge is maintaining glucose levels within the
target range while avoiding hypoglycemic
and hyperglycemic excursions. More specific-
ally, hyperglycemia is strongly associated with
increased risk of mortality1 2 4; similarly,
hypoglycemia is a frequent occurrence in
this patient population, and is also independ-
ently associated with increased risk of mortal-
ity,5–8 even when the degree of hypoglycemia
is mild (BG <70 mg/dL).9 10 Continuous
glucose monitoring is a promising technol-
ogy that may help address these challenges.4

While the current standard of care is obtain-
ing BG measurements intermittently (typic-
ally every 2–4 h), continuous glucose

Key messages

▸ Maintaining glucose in the target range, while
avoiding hypoglycemia, is challenging in cardiac
intensive care unit (ICU) patients. Continuous
glucose monitoring (CGM) is a promising tech-
nology that may help address these challenges,
but its accuracy and safety have not been well
established.

▸ We conducted a prospective, open-label single-
arm trial of Sentrino CGM, a new CGM system
developed for critical care, in 21 cardiac ICU
patients (20 postcardiac surgery, of which 3 had
cardiac transplant).

▸ We found that Sentrino CGM demonstrated
good accuracy and reliability, with no
device-related adverse events, and was easy to
integrate in the flow of care.
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monitoring provides a more complete picture by reveal-
ing hyperglycemia and hypoglycemia that intermittent
BG measurements might miss, thus potentially allowing
for more timely intervention(s).
The feasibility of integrating continuous glucose moni-

toring technology into the flow of care in the cardiac
ICU, as well as its performance in this patient popula-
tion have not been established. Accordingly, we investi-
gated the performance and safety of Sentrino, a newly
developed continuous glucose management (CGM)
system for critically ill adults, in the cardiac ICU patients
who required intravenous insulin infusion for glucose
control.

MATERIALS AND METHODS
Patient selection
This was a prospective, single-center, single-arm, open-
label feasibility (pilot) study. Consecutive adult patients
with actual or planned admission to either the cardio-
thoracic or cardiac ICU at Saint Luke’s Mid America
Heart Institute (Kansas City, Missouri, USA) were
screened for participation in the study. Patients were
considered eligible if they were aged >18 years, had
anticipated life expectancy >96 h, were either initiated
on or were likely to require intravenous insulin infusion
for glucose control (with target glucose <140 mg/dL)
following ICU admission, and did not have any of the
following exclusion criteria: participation in another
clinical study, current pregnancy, current treatment with
hydroxyurea, and any medical condition that in the
opinion of the principal investigator warranted exclusion
from the study. Eligible patients were approached for
study participation and completion of informed
consent. Patients who signed informed consent, were
admitted to one of the cardiac ICUs, and required intra-
venous insulin infusion for glucose control with antici-
pated treatment duration of at least 24 h were
considered eligible for sensor insertion and study enroll-
ment. Patients were considered as enrolled in the study
following the glucose sensor insertion. The first two par-
ticipants were considered ‘run-in’ patients (phase 1);
phase 2 included the 19 patients enrolled after the
run-in period was completed (participants #003-021.)
Saint Luke’s Hospital institutional review board reviewed
and approved the informed consent document prior to
the initiation of patient recruitment.

Study device
Sentrino CGM system (Medtronic Minimed, Northridge,
USA) consists of three components: a subcutaneous con-
tinuous glucose sensor, the processor cable, and the
monitor. The sensor is placed in the subcutaneous layer
of a patient and generates an electrochemical signal
representing the glucose level of the interstitial fluid via
the glucose oxidase reaction. The sensor is connected to
the processor cable, which captures and digitizes the

electrochemical sensor signal it receives from the sensor,
and subsequently sends it to the monitor (figure 1).
The monitor is an interactive and portable display and

data storage device that provides real-time sensor
glucose (SG) values every minute, as well as alarm notifi-
cation, and is used for configurable and operational
control of the system.

Study procedure
After initiation of the intravenous insulin infusion
(modified Yale protocol in the cardiac ICU, and
Portland protocol4 5 in the cardiothoracic ICU, target
glucose <140 mg/dL in both units), subcutaneous
glucose sensors were inserted into patients’ anterior
thigh by the study personnel, with planned study partici-
pation of 72 h. A maximum of two attempts were
allowed for the initial sensor insertion. Each sensor
could be replaced once following the initial insertion, if
needed. Following sensor insertion and initial calibra-
tion, the clinical nursing staff carried out all of the
sensor maintenance functions, including all subsequent
calibrations, alarm management, and troubleshooting.
Research staff were continuously available for study
support when needed.
SG values were continuously displayed on the monitor

during the study period, with the system’s predictive
alerts and alarms fully enabled. Reference BG values
were obtained with frequency dictated by each unit’s
protocol, with blood samples drawn from the central
venous catheter and analyzed with either an advanced,
handheld blood analyzer (i-STAT, Abbott, USA) or the
hospital Central Laboratory (Vitros 600 Ortho Clinical,
Johnson & Johnson). In addition to the reference BG
values obtained for clinical purposes, additional samples
were drawn for monitor calibration and when hypogly-
cemia and hyperglycemia alarms were triggered.
For this study, CGM hypoglycemia alarm threshold was

set at <80 mg/dL, and hyperglycemia alarm threshold
was set at >180 mg/dL. In case either a hypoglycemia or

Figure 1 Components of the Sentrino continuous glucose

management system: sensor (A), processor cable (B), and

monitor (C).
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hyperglycemia alarm was activated, clinical staff were
instructed to acknowledge each alarm on the monitor,
obtain a confirmatory reference BG value using the
i-STAT blood gas analyzer (BGA) or central laboratory
value, and provide treatment (if indicated) based on
their respective ICU’s standard of care protocol. Clinical
staff were instructed to only use BGA or central labora-
tory results, and not SG data, for glucose management
(ie, insulin dose adjustments, hypoglycemia manage-
ment, etc).

Study end points and statistical analysis
The primary purpose of the study was to assess the fol-
lowing domains of Sentrino CGM system performance:
accuracy, reliability, alarm performance, safety and
‘usability’. In the primary analysis, all 21 patients (phase
1 and phase 2) were included. SG values that were in
the system’s operating range (40–400 mg/dL) were com-
pared with the reference i-STAT BG values and central
laboratory results for accuracy and alarm performance
assessments. Mean absolute relative difference (MARD)
was used as the primary metric of analytic accuracy, cal-
culated for each patient individually and computed sep-
arately for prespecified patient subgroups: low (≤8%) vs
high (> 8%) Society of Thoracic Surgeons (STS) scores;
and compromised vs stable hemodynamics during post-
operative period (defined using invasive hemodynamic
assessment with cardiac index ≤2 L/min/m2 or docu-
mentation of hypotension in the medical record).
Consensus Error Grid analysis was used to evaluate clin-
ically relevant accuracy and perform analysis of the
outlier SG values. Bland-Altman plot was used to evalu-
ate for fixed bias. The proportions of true, missed, and
false alarms were calculated to evaluate alarm
performance.
In order to assess Sentrino CGM system reliability, the

‘on-time’, that is, the ratio of total time of displayed SG
data (in minutes) versus duration of sensor implantation
(from the first calibration until end of sensor life, in
minutes), was calculated for each patient, and averaged
across the patient population. In addition, gaps in con-
tinuous sensing were categorized as either due to acci-
dental or intentional disconnections, and/or due to
performance issues. Overall ‘on-time’ was defined as the
time SG was actually displayed (numerator, in minutes)
divided by the total intended time of monitoring
(denominator, in minutes); this total ‘on-time’ value
accounts for all data gaps, regardless of cause.
Additionally, sensor-cause ‘on-time’ was intended to
account for device-related data gaps only, ignoring the
environmental data gaps such as disconnections; it was
thus calculated as the time SG was displayed after
accounting for device-related data gaps (numerator, in
minutes) divided by the total intended time of monitor-
ing (denominator, in minutes).
All patients were monitored for device-related and

study-related adverse events to evaluate safety.

Finally, the research personnel and clinical staff com-
pleted surveys regarding their experience with Sentrino
CGM system to assess ease of use, as well as feasibility of
incorporating it into the cardiac ICU flow of care
(SurveyMonkey.com, LLC, Palo Alto, California, USA).
The surveys were collected based on overall experiences
and observations.
A secondary analysis was conducted in which data

from the first two (run-in) patients were excluded, and
only i-STAT BGA (and not hospital central laboratory)
BG values were used as reference.
Descriptive statistical analysis, using real-time data, was

performed with SAS software, V.9.3, 2013 (SAS Institute,
Cary, North Calorina, USA).

RESULTS
Baseline characteristics
A total of 21 patients were enrolled in the study between
March 27 and August 23 of 2012, and all patients suc-
cessfully completed the study. Demographics, baseline
characteristics and admitting diagnoses of study partici-
pants are presented in table 1. The mean age was
65 years, 38% were women, 90% were Caucasian, and
67% had diabetes; 20 were admitted to the cardiothor-
acic ICU following cardiac surgery, and one was admit-
ted to the cardiac ICU with the diagnosis of acute
myocardial infarction. Types of surgery included coron-
ary artery bypass graft (CABG, 33%), valve replacement
(29%), combined CABG and valve replacement (19%),
and cardiac transplantation (14%). Two patients (10%)
had high STS score, 11 (52%) had low STS score, and
in the remaining 8 patients STS score could not be

Table 1 Baseline patient characteristics

Characteristics

All

participants (21)

Age (years)

Mean (SD) 65 (12)

Female gender, n (%)

Female 8 (38%)

Body mass index (kg/m2)

Mean (SD) 32 (8)

Ethnicity, n (%)

Non-Hispanic/non-Latino 21 (100%)

Race, n (%)

White 19 (90%)

Black/African-American 1 (0.5%)

Other 1 (0.5%)

Known diabetes, n (%)

Yes 14 (67%)

Medical diagnosis/procedures

Heart transplant 3 (14%)

CABG 7 (33%)

Myocardial infarction/coronary stent 1 (5%)

CABG+valve repair/replacement 4 (19%)

Valve repair/replacement 6 (29%)

CABG, coronary artery bypass graft.
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calculated due to the nature of their surgery (eg,
cardiac transplantation, etc). Nine patients (43%) exhib-
ited compromised perfusion within 24 h after ICU
admission.

Accuracy
A total of 870 SG-BG paired values were available which
combined the i-STAT and central laboratory reference
values; the overall MARD was 12.8% (95% CI 11.9% to
13.6%). Analysis of 854 SG-BG paired points above
75 mg/dL demonstrated a MARD of 12.5%. No clinically
significant difference in MARD was observed across the
prespecified subgroups of low versus high STS score
(MARD 12.6% and 10.7% with STS >8% vs ≤8%,
respectively). No clinically significant difference in
MARD was noted across the subgroups of perfusion
status (MARD 12.3% and 13.1% with compromised vs
stable hemodynamics, respectively). For the three parti-
cipants who underwent heart transplantation, MARD
was 12.9%.
An overwhelming majority of the SG values were

within the acceptable clinical accuracy zones. Consensus
Error Grid analysis showed 99.2% of SG values to be
within the A and B zones; 7 SG values (0.8%) were
within the C zone, and 0 SG values (0%) were in the D
and E zones (figure 2). No significant fixed bias was
identified using Bland-Altman plot (figure 3).
Secondary analysis of 19 phase 2 participants (total of

747 paired points using only i-STAT BG as reference)
produced similar results: overall MARD was 12.8%, with
no clinically significant differences across the subgroups;
Consensus Error Grid analysis showed 99.1% of SG
values to be within A and B zones, 7 SG values (0.9%)
were within the C zone, and 0 SG values were within the
D and E zones. No significant bias was identified using
Bland-Altman plot.

Reliability
A total of 29 sensors were inserted in 21 patients during
the study course. Of these, five sensors had to be
replaced immediately due to suboptimal initial deploy-
ment; three additional sensors required replacement in
order to complete the 72 h study period for issues unre-
lated to sensor performance (two due to the use of elec-
trocautery, and one due to patient-inflicted damage to
the processor cable).
‘On-time’ results are displayed in table 2. Overall

median ‘on-time’ was 96.1% (IQR 95.3–97.2%). Median
sensor-cause ‘on-time’ was 98.9% (IQR 98.2–99.7%). In
the secondary analysis of phase 2 participants only, the
reliability results were unchanged.

Figure 3 Bland-Altman: 870 paired points, n=21

participants. iSTAT and laboratory Bland-Altman. Mean 2.5,

upper limits 48.7, lower limits −43.7.

Figure 2 Consensus Error Grid (EG): 870 paired points,

n=21 participants.

Table 2 Reliability (on-time) of Sentrino continuous

glucose management

All participants

(n: 21)

Phase 2

(n: 19)

All cause ‘on-time’

Overall mean, SD (%) 95.3, ±4.54 95.2, ±4.77

Median (%) 96.1 95.9

IQR 25–75 (%) 95.3–97.2 94.8–97.7

Sensor-cause ‘on-time’

Overall mean, SD (%) 98.4, ±2.09 98.3, ±2.20

Median (%) 98.9 98.9

IQR 25–75 (%) 98.2–99.7 98.0–99.8
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Alarm performance
Alarm performance is summarised in table 3. Primary ana-
lysis calculated hyperglycemia and hypoglycemia threshold
alarm performance using both reference values (i-STAT
and central laboratory) in all participants (n=21). A total
of 24 hypoglycemia events (defined as BG <80 mg/dL)
were observed, of which Sentrino CGM system correctly
identified 18 (true alarm rate of 75%, missed alarm rate of
25%). There were a total of 47 SG hypoglycemia alarms, of
which 33 (70.2%) were false alarms. A total of 108 hyper-
glycemia events (as defined by BG >180 mg/dL) were
observed, of which Sentrino CGM system correctly identi-
fied 98 (true alarm rate of 90.7%, missed alarm rate of
9.3%); there were 101 SG hyperglycemia alarms, 54
(53.5%) of which were false alarms.

Safety
No anticipated or unanticipated device-related or study-
related adverse events were reported.

Usability
When evaluating sensor insertion, 70% of research per-
sonnel found it ‘very easy’ to insert the sensor, while
30% found the experience ‘neutral’. Thirty-three of the
40 survey responders interacted with system; of these,
80% found the system easy to use after one patient, and
100% found it easy to use after two patients.

DISCUSSION
In this single-center study of 21 patients hospitalized in
the cardiac ICU, we found that when deployed in the
intended-use environment and operated primarily by
clinical nurses, the Sentrino CGM system exhibited good
accuracy; good reliability that was in the ‘desirable per-
formance’ range as suggested by the recent consensus
recommendations,6 and was easily integrated into the
flow of ICU care. Alarm performance was mixed: while
missed alarm rate was low in the hyperglycemia range, it
was higher for hypoglycemia; and the false alarm rates
were high for both alarm types. The reliability of the
estimate for hypoglycemia alarm performance was likely
affected by the very low number of hypoglycemic events,
and it is yet unclear what thresholds of alarm perform-
ance are optimal to result in clinical benefit (ie,
improve time in the glucose target range and reduce
hypoglycemia); this will need to be defined in future
clinical trials. Finally, there were no device-related or
study-related adverse events.

Several prior studies reported the use of subcutaneous
continuous glucose monitoring technology in the ICU
environment with variable results.8–11 While some previ-
ous investigations showed good accuracy and safety of
several subcutaneous continuous glucose monitoring
technologies (FreeStyle Navigator, Abbott Diabetes Care
and Guardian, Medtronic Minimed) in the cardiac
surgery patients,8 9 and one randomized clinical trial of
continuous glucose monitoring versus usual care among
general ICU patients even suggested a clinical benefit
with hypoglycemia reduction in the continuous glucose
monitoring group,4 results from other studies showed less
optimal performance.10 11 However, these investigations
used continuous glucose monitoring technology that was
developed for the outpatient use, with limited applicabil-
ity to the ICU environment. By evaluating the first minim-
ally invasive continuous glucose monitoring device
specifically designed for the ICU, allowing the clinical
nurses to interact with the fully enabled system in the
intended use setting, and collecting a broader range of
outcomes (including reliability and usability), our study
adds valuable and clinically relevant information to this
field. Moreover, to the best of our knowledge, this is the
first report of continuous glucose monitoring use in
patients undergoing cardiac transplantation—a group
that commonly experiences significant hyperglycemia.
With rapid evolution of continuous glucose monitor-

ing technology, multiple devices are currently in devel-
opment, including blood-based and minimally invasive
products.7 While each technology has its advantages and
limitations, one of the potential concerns with regard to
subcutaneous CGM (given potential lag between BG
and the interstitial fluid glucose) has been its accuracy
among hemodynamically compromised patients with
impaired tissue perfusion. Although the number of
patients in our study was small, we found no clinically
significant difference in Sentrino CGM system perform-
ance across the subgroups of surgical risk or hemo-
dynamic stability. Ultimately, a broad array of continuous
glucose monitoring devices with various accuracy, safety,
and range of features would allow the most flexibility for
clinicians to tailor the appropriate technology to the
appropriate patient. Our data with regard to Sentrino
CGM system’s performance and safety profile, although
preliminary and in need of confirmation, suggest that
subcutaneous CGM technology may have a role in the
monitoring of critically ill ICU patients, and should be
further evaluated in appropriately designed and larger
clinical trials.

Table 3 Hypoglycemia/hyperglycemia alert and alarm using both reference values, n=21 participants

Alarms type

Events

Detection

timeframe True alarms Missed alarms False alarms

n Minutes n Per cent n Per cent n %

Hypoglycemia (80 mg/dL) 24 ±30 18 75.0 6 25.0 47 70.2

Hyperglycemia (180 mg/dL) 108 ±30 98 90.7 10 9.3 101 53.5
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The specific thresholds for treatment initiation and
goals for glycemic management remain the subjects of
intense debate, with clinical guidelines liberalizing
glucose targets to a moderate range (ie, 140–180 mg/dL)
and highlighting the importance of hypoglycemia avoid-
ance in recent years,12 and many institutions adjusting
their ICU glucose control protocols accordingly.
Nevertheless, professional societies continue to recom-
mend target-driven glucose control in the ICU environ-
ment when significant hyperglycemia is present.12 This is
particularly important in the cardiac surgery patients, a
group in which glucose control may improve patient out-
comes and is strongly recommended by the professional
guidelines.2 13 Since continuous glucose monitoring
offers a promise of improved glucose control and less
hypoglycemia, the development of this technology may
be especially relevant to cardiac surgery patients.
However, the potential clinical benefits of continuous
glucose monitoring as compared with the current stand-
ard of care remain undefined, and need to be rigorously
assessed in future studies. In addition to clinical out-
comes, these studies should also evaluate the incremental
cost-effectiveness of CGM technology as compared with
the current standard of intermittent glucose monitoring.
Ultimately, it is the combination of incremental clinical
effectiveness and cost-effectiveness that will likely influ-
ence the clinical adoption of this novel technology in the
ICU setting.
Our results should be considered in the context of

several potential limitations. First, it was performed in a
single tertiary care center with highly skilled and experi-
enced ICU nursing staff, and limited predominantly to
cardiac surgery patients. Therefore, its findings may not
be generalizable to other hospitals or different patient
populations. Second, the number of patients was rela-
tively small, and our findings will need to be confirmed
in larger patient groups. Third, hypoglycemic events
were rare, making the accurate assessment of hypogly-
cemia detection by Sentrino CGM system difficult.
Finally, we focused on the performance, safety, and
usability of Sentrino CGM system and did not evaluate
its impact on clinical outcomes.

CONCLUSION
In our single-center experience, Sentrino CGM system
demonstrated good accuracy and reliability, with no
device-related adverse events in critically ill cardiac
patients; and was easy to use and integrate in the cardiac
ICU. Future studies are needed to determine if the use
of Sentrino can improve BG control and reduce hypogly-
cemia in this patient group.
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