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Significance of this study

What is already known about this subject?
 ► Daily remote foot temperature monitoring is an 
evidence-based preventive practice for patients 
at risk for diabetic foot complications but requires 
comparison of temperatures between contralater-
ally matched anatomy, limiting its use in high-risk 
cohorts such as patients with a wound to one foot 
and those with proximal lower extremity amputation 
(LEA).

What are the new findings?
 ► We present an empirical approach for unilateral 
once-daily foot temperature monitoring which was 
found to predict 91% of impending non-acute plan-
tar foot ulcers on average 41 days before clinical 
presentation in data from a recent 129 participant, 
multicenter study of patients in remission from prior 
diabetic foot ulceration.

How might these results change the focus of 
research or clinical practice?

 ► Given the high incidence of subsequent diabetic foot 
complications in patients with a history of proximal 
LEA and patients being treated for a wound to one 
foot, practice of daily temperature monitoring in 
these populations has the potential to significantly 
reduce morbidity, mortality, and resource utilization.

ABSTRACT
Objective Daily remote foot temperature monitoring is an 
evidence-based preventive practice for patients at risk for 
diabetic foot complications. Unfortunately, the conventional 
approach requires comparison of temperatures between 
contralaterally matched anatomy, limiting practice in high-
risk cohorts such as patients with a wound to one foot and 
those with proximal lower extremity amputation (LEA). We 
developed and assessed a novel approach for monitoring 
of a single foot for the prevention and early detection of 
diabetic foot complications. The purpose of this study 
was to assess the sensitivity, specificity, and lead time 
associated with unilateral diabetic foot temperature 
monitoring.
Research design and methods We used comparisons 
among ipsilateral foot temperatures and between 
foot temperatures and ambient temperature as a 
marker of inflammation. We analyzed data collected 
from a 129-participant longitudinal study to evaluate 
the predictive accuracy of our approach. To evaluate 
classification accuracy, we constructed a receiver operator 
characteristic curve and reported sensitivity, specificity, 
and lead time for four different monitoring settings.
Results Using this approach, monitoring a single foot was 
found to predict 91% of impending non-acute plantar foot 
ulcers on average 41 days before clinical presentation 
with a resultant mean 4.2 alerts per participant-year. By 
adjusting the threshold temperature setting, the specificity 
could be increased to 78% with corresponding reduced 
sensitivity of 53%, lead time of 33 days, and 2.2 alerts per 
participant-year.
Conclusions Given the high incidence of subsequent 
diabetic foot complications to the sound foot in patients 
with a history of proximal LEA and patients being treated 
for a wound, practice of daily temperature monitoring of 
a single foot has the potential to significantly improve 
outcomes and reduce resource utilization in this 
challenging high-risk population.

InTROduCTIOn
Diabetic foot ulcers (DFU) are a devastating, 
limb-threatening, and costly complication.1–3 
Prognosis following a DFU is worse than most 
forms of cancer, with 1-year, 2-year, and 5-year 
mortality rates for patients with a DFU at 19%, 
31%, and 71%, respectively.4 DFU are the 
primary antecedent of diabetes-related lower 

extremity amputations (LEA), the incidence 
of which has increased by 50% between 2009 
and 2015 after years of decline.5 A recent 
systematic review by Chan and colleagues 
estimated mean annual costs in the year 
following a DFU to be $44 200 for a public 
payer,6 of which two-thirds are attributable to 
inpatient care.7 Given this staggering human 
and economic burden, preventing DFU has 
long been a principal goal of care for patients 
with diabetes.8

Fortunately, more than 75% of DFU can 
be avoided through provision of compre-
hensive preventive foot care.9 Once-daily 
foot temperature monitoring is an effective, 
recommended, and emerging practice for 
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reducing incidence of diabetic foot complications. It has 
been included in multiple clinical practice guidelines10–12 
and is supported by evidence from three randomized 
controlled trials,13–15 which showed relative reductions 
in DFU incidence ranging from 61% to 85%. A recent 
comparative effectiveness review prepared for the US 
Health and Human Services Agency for Healthcare 
Research and Quality16 concludes that ‘home monitoring 
of foot skin temperature is effective for reducing foot 
ulcer incidence and recurrence’.

The objective of once-daily foot temperature moni-
toring is to identify impending inflammatory foot 
conditions such as DFU, infection, and acute Charcot 
neuroarthropathy episodes. After detecting inflamma-
tion, the care team has the opportunity to either work 
with the patient to prevent a wound or similar poor 
outcome or to begin treatment earlier than would be 
possible otherwise, both with the goal of minimizing cost 
and complications. Therapies in response to detected 
inflammation are low risk and inexpensive. Interven-
tions typically include reduced ambulation, frequent 
and proper foot and footwear examination, and prompt 
treatment of any pre-ulcerative lesions on the foot such 
as calluses.

Traditionally, large temperature differences between 
one site and the corresponding contralateral site 
(temperature asymmetry) have been used to indicate 
elevated risk for impending foot complications. The 
most common approach13–15 initiates preventive care 
when a patient is observed with asymmetry exceeding 
2.2°C (4 °F) for at least two consecutive days between 
any of the following six contralaterally matched plantar 
‘keypoint’ locations: the hallux, first, third, and fifth 
metatarsal heads, midfoot, and heel. A recent investiga-
tion17 assessed the predictive accuracy of remote tempera-
ture monitoring over a range of asymmetry threshold 
temperatures. Using a remote temperature monitoring 
mat to implement the 2.2°C asymmetry approach, the 
investigators predicted 97% of all non-acute plantar DFU 
on average 35 days before clinical presentation with a 
specificity of 43%.

The contralateral foot is an excellent control for 
foot temperature monitoring because it eliminates the 
confounding effects of ambient temperature, which is 
a known covariate of foot temperature in patients with 
diabetic polyneuropathy.18–21 It also compensates for 
known physiological fluctuations in body temperature 
(such as circadian rhythms20 22 23), systemic inflamma-
tory responses such as fever, and transient temperature 
changes from intermittent physical activity and footwear.

Unfortunately, many at-risk patients are unable to 
measure temperatures on both feet due to history of 
high-level amputation or due to ongoing treatment of an 
unhealed wound which necessitates dressings, casting, or 
other therapeutic footwear that should not be removed. 
Additionally, patients who have suffered LEA are at 
high risk for complications to the contralateral foot.24–31 
These studies show that as many as 55% of patients with 

a history of LEA suffer subsequent amputation of the 
contralateral limb within 5 years. For these patients, the 
value of prevention is significant because the risk factors 
for diabetic foot complications affect both limbs. Further-
more, history of amputation or ongoing treatment of an 
existing wound may result in gait deviation and elevated 
pressure to the sound foot, additionally predisposing the 
patient to complications.

Thus, inability to assess the risk of a single foot 
represents an enormous limitation of conventional foot 
temperature monitoring given the high risk to the sound 
foot for those with a history of proximal LEA and those 
being treated for a DFU. We therefore aimed to validate 
an approach for identifying foot inflammation and other 
early warning signs of diabetic foot complications with 
remote foot temperature monitoring for patients with 
only one foot available for evaluation. We hypothesized 
that other temperatures, such as ambient temperature or 
ipsilateral foot temperatures, could serve as a comparator 
for identifying plantar foot inflammation in the absence 
of a contralateral foot.

ReseaRCH desIgn and meTHOds
We addressed our aim through secondary analysis of 
existing data from a 2017 prospective, multicenter, cohort 
study ( ClinicalTrials. gov Identifier NCT02647346).17 
This study’s primary objective was to assess the accuracy 
of conventional asymmetry-based remote temperature 
monitoring for predicting plantar DFU.

These investigators followed 129 participants for a 
maximum duration of 34 weeks each or until the partici-
pant became lost-to-followup or withdrew consent. Each 
study participant was required to have diabetes mellitus 
and history of a previously healed plantar DFU. Study 
exclusion criteria included unhealed plantar DFU, active 
Charcot foot disease, severe peripheral arterial disease 
(ankle–brachial index less than 0.5 in the absence of 
palpable pulses), and history of proximal LEA.

All participants received standard medical and preven-
tive diabetic foot care, including appropriate footwear, 
instructions to continue daily foot inspections, and 
instructions to contact the principal investigator on 
discovering any wound. Participants who developed a 
DFU were not withdrawn from the study, allowing assess-
ment of multiple DFU to a single participant as indepen-
dent events. Participants who developed a plantar DFU 
during participation were instructed to discontinue use 
of the study device until epithelialization of the wound, 
at which point the participant was encouraged to resume 
use.

The study device, shown in figure 1, was a daily remote 
temperature monitoring foot mat (Remote Temperature 
Monitoring System; Podimetrics, Somerville, MA, USA). 
It has been certified as a ‘high-traction’ product by the 
National Floor Safety Institute and is designed to mini-
mize the risk of trips, slips, and falls. It can be used either 
sitting or standing. It is legally marketed in the USA as a 
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Figure 1 The study device is a daily-use telemedicine 
mat with integrated thermometric sensors and secure 
transmission of data via cellular network for analysis and 
triage.
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class I medical device (510(k) designation K150557) and 
has been cleared for its intended use of ‘periodic evalua-
tion of the temperature over the soles of the feet for signs 
of inflammation’. The device is indicated for patients at 
risk for inflammatory foot diseases. It may be used with 
the sound foot by patients with a history of any-level LEA 
and by patients being treated for a DFU to one limb.

analysis plan
Given the study inclusion and exclusion criteria, data 
from patients with proximal LEA and patients with a 
bandaged foot are not available to derive a model for 
remote temperature monitoring in a single foot. To 
approximate the data that would be available for patients 
with proximal LEA or a bandaged foot, we evaluated the 
temperatures and outcomes to each foot from the study 
separately.

In the absence of contralateral foot temperatures to 
serve as a comparator, we evaluated alternative variables 
based on availability in our reference data and review 
of the literature. Several investigators have reported 
that foot temperature in otherwise healthy patients 
with diabetic polyneuropathy is highly correlated with 
ambient temperature.18–21 Additionally, large differences 
between foot temperature and ambient temperature 
in patients with diabetes are associated with peripheral 
neuropathy32–34 and peripheral arterial disease,34 35 both 
of which are known antecedents of DFU and LEA. Thus, 
foot temperature exceeding ambient temperature by 
more than typical may reflect elevated risk for DFU. Addi-
tionally, we considered comparisons of temperatures 
within the same foot. Recent research suggests that foot 
temperature patterns in diabetic feet (both with36–38 and 
without18 39 clinical signs of inflammation) coincide with 
plantar angiosomes, a concept from plastic surgery which 
segments the body into volumes of tissue vascularized by 

a common set of arteries. Inflammation due to repetitive 
stresses on the foot tissue is often isolated to the affected 
location and surrounding vascular tree. Thus, the 
temperatures in one angiosome can be used as a compar-
ator for those in another.

To characterize interangiosomal variations in foot 
temperature, we use the difference between the 
maximum foot temperature and minimum foot tempera-
ture among the six locations traditionally used for remote 
temperature monitoring, which we refer to as the ‘ipsi-
lateral temperature range’ (ITR). To characterize foot 
temperature relative to ambient, we calculated the differ-
ence between the median foot temperature at these six 
locations and the average temperature of sensors on the 
study device on which the participant was not standing 
(a measurement of ambient temperature). We refer to 
this difference as the ‘ambient temperature difference’ 
(ATD). To evaluate the evolution of a patient’s risk, we 
evaluated ITR against a single setting at several sensitivity 
levels. We evaluated our model with settings applied over 
three different durations (one, two, and three consecu-
tive observations) and selected the duration with the best 
classification accuracy.

To maintain consistency with previous research on 
remote temperature monitoring, we have chosen to 
characterize the spatial distribution of foot temperatures 
at the following six keypoint locations: the hallux, first, 
third, and fifth metatarsal heads, midfoot, and heel. 
Based on the high prognostic accuracy reported for 
asymmetry-based remote temperature monitoring,17 it is 
clear that these locations sample the angiosomes of the 
feet with sufficient spatial resolution to detect localized 
inflammation.

Consistent with the approach employed previously with 
these data,17 we chose to report our false-positive and 
false-negative rates over a 2-month period. Reporting 
these statistics over a 2-month interval allows for a clin-
ically meaningful and consistent interpretation of the 
results commensurate with a hypothesized duration 
between office visits for a high-risk patient. Another 
benefit of this approach is that it implicitly weights the 
outcomes for each participant by the quantity of data 
collected for that participant, naturally handling partic-
ipants with censored data due to developing a clinical 
contraindication or discontinuing participation in the 
study. This approach also allows for unambiguous treat-
ment of participants who suffered multiple DFU events 
during the study, whereas the more traditional approach 
of aggregating data on a per-participant basis would 
under-report the potential impact for those patients 
at highest risk. Finally, using 2-month intervals for 
reporting better ensures causality between the tempera-
tures measured and the development of any subsequent 
DFU given the long duration of follow-up.

We considered those cases in which the approach 
indicated an impending DFU prior to the participant 
developing a DFU in the same 2-month interval as true 
positives. False-positive cases were those in which the 
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Table 1 Accuracy of diabetic foot ulcer prediction across 
four ipsilateral temperature range settings at a constant 
ambient temperature difference of 10.5°C

Setting 1 2 3 4

Sensitivity 97% 91% 80% 53%

Specificity 33% 46% 59% 78%

Lead time (days) 40±18 41±18 42±16 33±18

Positive predictive value 15% 17% 18% 22%

Negative predictive value 99% 98% 96% 93%

Alerts (per participant-year) 4.9 4.2 3.7 2.2

Emerging Technologies, Pharmacology and Therapeutics

analysis indicated an impending DFU that did not subse-
quently occur over the following 2 months. To evaluate 
classification accuracy, we constructed a receiver oper-
ator characteristic (ROC) curve that defined the predic-
tion’s sensitivity and specificity.

ResulTs
We compared two categories of feet: those with known 
inflammation due to DFU and those without. A total of 
53 DFU occurred to 37 participants. Of these 37 partici-
pants, 8 suffered DFU to both feet during the trial, and 
29 had unilateral DFU.

The predictive accuracy of our ITR model, character-
ized by the specificity at 90% sensitivity, was maximized 
with a duration of one observation. Interestingly, despite 
the weak correlation between ATD and DFU incidence, 
we found that eliminating ATD from our model and 
relying solely on ITR resulted in nearly a 15% relative 
reduction in specificity at high sensitivity. We hypothesize 
that this is due to inflammation which manifests across 
all four plantar angiosomes of the foot, thus resulting in 
low ITR but large ATD. We therefore included ATD as 
a disjunctive term (ie, an ‘OR’ condition) in our model 
and computed the ROC over a range of ITR at a constant 
ATD settings associated with high specificity to minimize 
false positives and allow detection of spatially uniform 
inflammation. We set this ATD setting to coincide with 
the 95% of observed ATD in the data, which corresponds 
to approximately 10.5°C.

We considered four ITR settings and a single ATD 
threshold. These settings span sensitivity and specificity 
ranges that we believe may find use in clinical practice. 
The temperature settings are available from the authors 
on reasonable request, consistent with this journal’s 
‘Tier 2’ data sharing policy. At ITR setting 2, the system 
correctly identified 91% of non-acute plantar DFU with 
an average lead time of 41 days with a false-positive rate of 
54%. Extrapolating over a year by assuming the true-pos-
itive and false-positive rates are constant and equal to 
those observed during the 34-week trial, we would expect 
4.2 notifications per participant per year at this setting. 
Using the more specific ITR three setting reduces sensi-
tivity to 80% but improves the false-positive rate to 41%. 
These data are illustrated in table 1.

dIsCussIOn
The results of this study suggest that a telemedicine mat 
can be used to detect inflammation in patients at-risk for 
DFU recurrence who have only a single foot available for 
monitoring. While the most commonly used protocol 
relies on contralateral temperature differences and thus 
cannot be used in patients with proximal LEA or those 
being treated for a wound to one foot, the approach 
presented herein relies on comparisons among ipsilat-
eral foot temperatures and between foot temperature 
and ambient temperature.

We completed a secondary analysis of existing data to 
derive this approach for unilateral once-daily remote 
temperature monitoring. Although classification accu-
racy with temperature asymmetry is better than the 
unilateral monitoring approach presented herein, our 
approach currently represents the only alternative for 
remote temperature monitoring of a single foot. At ITR 
setting 2, the sensitivity is 91% and the lead time is 41 
days in our data.

Overall, the burden to the patient, caregivers, and 
providers is expected to be low, especially relative to 
the potential benefits of once-daily temperature moni-
toring in these high-risk populations. At ITR setting 2, 
4.2 alerts per participant-year are expected. As noted by 
Crisologo and Lavery in a recent translational medicine 
review,40 ‘the potential to arrest re-ulceration is worth 
the perceived inconvenience to the patient’ associated 
with increased diligence. Additionally, a recent investi-
gation41 suggests that the false-positive rate reported by 
Frykberg and colleagues may be artificially elevated due 
to a lack of meaningful clinical intervention on detection 
of inflammation. This research reports that in a commer-
cial setting, only 1.4 alerts/patient-year were observed, 
compared with 3.1 alerts/patient-year reported by Fryk-
berg and colleagues. Thus, it is possible that the alert 
burden associated with unilateral foot temperature moni-
toring in a commercial setting is similarly lower than what 
has been reported in this present effort.

Despite concerted limb salvage efforts, incidence of 
DFU and LEA remains alarmingly high in high-risk 
cohorts.4 17 42 Promisingly, some of the more advanced 
and efficacious recommendations for DFU prevention, 
such as daily remote foot temperature monitoring, are 
now finding more widespread use.43 44 These preventive 
foot care practices represent an enormous opportunity 
to improve outcomes and reduce resource utilization. 
Unfortunately, one of the most effective preventive foot 
care practices, daily remote temperature monitoring, was 
previously limited in use to patients with two limbs avail-
able for measurement, excluding patients with proximal 
LEA or a wounded foot that is bandaged or casted.

Contralateral complications are common in people in 
remission from previous diabetic foot complications.24–31 
In fact, more than 25% of all LEAs are re-amputations.45 
A large number of all LEA suffered by patients with 
diabetes in many regions qualify as ‘proximal’ (Syme 
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ankle disarticulation or more proximal) and result in loss 
of the entire plantar surface of one of the feet.46 47

Those being treated for a wound are also at elevated 
risk for diabetes-related complications to the sound foot. 
One potentially underappreciated aspect of DFU is that 
they are likely to recur at anatomical locations distinct 
from the primary occurrence. Major risk factors, which 
include peripheral neuropathy and peripheral arterial 
disease, affect the entirety of both extremities. It is thus 
crucial that the provision of care for the patient reflect 
the patient’s elevated risk in both limbs. Orneholm and 
colleagues48 reported that only 19% of DFU recur at the 
same location, with 43% occurring at another ipsilateral 
location and 38% occurring to the contralateral foot. 
Perhaps surprisingly, given the increased clinical atten-
tion during treatment, a recent peer-reviewed abstract49 
suggests high incidence (0.41 DFU/ulcer-year) for those 
being treated for a previous unhealed DFU. High-quality 
preventive care is thus essential to increase ulcer-free days 
in this population, but because treatment of DFU often 
precludes assessment of temperature to the wounded 
foot due to bandages or accommodative footwear that 
cannot or should not be removed, these populations 
cannot benefit from traditional approaches to remote 
temperature monitoring.

An additional potential benefit of using the study 
device to monitor the sound foot in patients with a 
wounded foot is that the patient is able to establish a 
preventive routine before healing. Research strongly 
suggests that recurrence is most likely in the first months 
after healing,1 and beginning a routine of once-daily use 
of the study device during healing ensures the patient is 
monitored throughout the critical post-healing period.

Finally, this approach and its extensions may find use 
in other patient populations. For example, patients 
who develop bilateral DFU may not present with large 
temperature asymmetry and thus the traditional asym-
metry monitoring approach would not detect any early 
warning signs of DFU. In the future, more sophisticated 
models of patient risk may incorporate insights from ITR 
and ATD to more accurately predict DFU.

This research has limitations that should be consid-
ered when interpreting it. Several of these limitations are 
inherited from the study that served as the source of our 
data.17 40 We are also limited by data availability, which is 
inherent to any secondary analysis of existing data. The 
data from the prior study were not chosen for our aim 
and therefore may be suboptimal for our purposes. For 
example, other temperatures, such as those from the 
dorsal foot or leg, were not available and may be more 
useful as a comparator for remote temperature moni-
toring than ITR and ATD.

Another important limitation related to data avail-
ability is that the study’s participants did not correspond 
to those for whom this model was built. Specifically, the 
study excluded patients with proximal LEA and unhealed 
wounds. Instead, we approximated the data that would be 
available from those with proximal LEA by considering 

each foot in the study independently. These patients 
may have precipitating risk factors not appropriately 
represented in our cohort (such as a higher prevalence 
of peripheral arterial disease). Alternatively, chronic 
changes in physiology may manifest as a result of these 
conditions that otherwise differentiates these patients 
from the prior study’s cohort.

Nonetheless, although it has not been thoroughly 
studied, there is no reason to suspect that having suffered 
a proximal LEA or being treated for a wound results in an 
altered inflammatory response to repetitive microtrauma 
in the contralateral foot. Furthermore, prior research17 
has validated the use of remote temperature monitoring 
in patients who, while having not suffered proximal LEA, 
have nonetheless lost the vast majority of the plantar 
surface of one or both feet (eg, Chopart amputation). 
Related research50 suggests that remote temperature 
monitoring is perhaps more accurate in this subcohort 
of patients.

This study opens several avenues for future research. A 
prospective study in patients with tailored inclusion and 
exclusion criteria would allow independent validation of 
the monitoring approach presented herein without the 
limitations associated with a secondary analysis of existing 
data. Such a study could eliminate any remaining questions 
regarding a potentially altered inflammatory response in 
patients with high-level amputation history and patients 
being treated for a wound to one foot.

In addition to appropriate inclusion and exclusion 
criteria, such a prospective study could also improve the 
characterization of outcomes. Frykberg and colleagues 
considered only DFU as outcomes. However, other 
inflammatory foot conditions such as Charcot neuro-
arthropathy, pre-ulcerative lesions such as callus and 
blister, and foot infections may also be detected by the 
study device, which is Food and Drug Administration 
(FDA) cleared for the indication of ‘periodic evaluation 
of the temperature over the soles of the feet for signs of 
inflammation’. In this study, inflammation associated 
with any of these outcomes, all of which are clinically 
relevant, would have been deemed false positives due to 
this limitation in the study design. Any future prospec-
tive study should attempt to characterize the etiology of 
inflammation detected by the study device and report a 
false-positive rate reflecting whether detected inflamma-
tion was corroborated by clinically relevant findings on 
exam such as pre-ulcerative lesion or infection.

Furthermore, there is potential clinical value in 
assessing the progression and healing of DFU with 
remote temperature monitoring.51 Presumably, the same 
approaches that are used for identifying emergent inflam-
mation and impending DFU may equally effective in 
monitoring the resolution of inflammation as DFU heal. 
However, additional research is warranted to validate 
accuracy and, if necessary, develop tailored approaches 
for monitoring healing. Remote temperature monitoring 
of wounds is complicated by the need to protect against 
contamination and infection. Currently, use of the study 

 on M
ay 22, 2023 by guest. P

rotected by copyright.
http://drc.bm

j.com
/

B
M

J O
pen D

iab R
es C

are: first published as 10.1136/bm
jdrc-2019-000696 on 6 A

ugust 2019. D
ow

nloaded from
 

http://drc.bmj.com/


6 BMJ Open Diab Res Care 2019;7:e000696. doi:10.1136/bmjdrc-2019-000696

Emerging Technologies, Pharmacology and Therapeutics

device to monitor a foot with an open wound is contra-
indicated, although future product development may 
eliminate this restriction while ensuring patient safety in 
accordance with FDA guidelines.

Finally, we attempted to maintain consistency with 
previous research to provide continuity and context for 
practitioners. Thus, we have chosen to extend existing 
approaches based on keypoints and simple point-to-point 
temperature comparisons. However, more sophisticated 
approaches may be employed in the future to build and 
validate higher accuracy models for predicting DFU in 
patients with a history of proximal LEA. While these models 
may prove more accurate, they will come at the expense of 
intelligibility to the practitioner, who will lose the ability to 
interpret and reason about the prediction. These models 
will likely also require specialized software to implement 
properly.

In summary, we have developed an empirical approach 
to remote temperature monitoring for one foot which was 
found to predict 91% of impending non-acute plantar foot 
ulcers on average 41 days before clinical presentation with 
a false-positive rate of 54% in our data. Given the high inci-
dence of subsequent diabetic foot complications in patients 
with a history of proximal LEA and patients being treated 
for a wound, practice of daily temperature monitoring in 
these populations has the potential to significantly reduce 
morbidity, mortality, and resource utilization.
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